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Statement
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This report is invalid without special seal of inspection, cross-page seal and the approver's signatures.
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The pattern and characters of "PONY" and " J2" used in this report are protected by the trademark law of the People's Republic of
China. Any unauthorized usage, counterfeit, forgery and alteration of trademarks of "PONY" and "if JE" are the violations of the law.
The PONY has the right to pursucall legal liabilities of the subject of the delict.
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If the applicant has any questions about the results, shall provide a written retest application with the original report, and prepay the retest
fees to PONY within fifteen days since the approval date (as an exception, it shall be within five days since the date received for the
primary agriculture products report).
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After the applicant finishes the procedure mentioned above, PONY shall arrange the retest as soon as possible. If the retest result
accords with the applicant dissent, PONY shall refund the retest fees.
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Tests that can not be repeated and tested shall not be carried out again.
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The applicant should undertake the responsibility for the provided samples’ representativeness and document authenticity. Otherwise,
PONY has not any relevant responsibilities.
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This report is only responsible for the provided sample. The test results only represent the evaluation of the tested sample. PONY will
not be responsible for any economical or legal liability generated from direct or indirect usage of the test report.
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PONY has the right to dispose the tested sample by rules, after approval of the test report.
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PONY assures objectivity and impartiality of the test, and fulfills the obligation of confidentiality for applicant's commercial information,
and technique document.
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The report is invalid in case of illegal transfer, embezzlement, imposture, modification or any altering, reproducing except in full,
without approval of PONY. PONY shall investigate and affix the applicant’s legal liability accordingly.
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The test report has exclusive report code.
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The test report is printed by anti-copying paper whose surface shows "PONY" security print with speciﬁc anticounterfeiting
technique. Security pnnt will disappear after copying. Duplicates are not expected to give "PONY " security print under any
circumstances.
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(Test Results)
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(Sample Description) Non woven Face mask (Sample Specification)
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(Test Date) (Sample Grade)
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(Sample Status) ' (Test Type) Commissioning Test
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(Test Methods)
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(Main Instruments)
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Respirator particle filtration efficiency and airflow resistance tester etc.
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(Note)
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Model: TYPE IIR
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Manufacturer/Tested company: Hubei Qianjiang Kingphar Medical Material Co.,Ltd
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The information of sample was provided by the applicant
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The testing methods mentioned in this report were designated by the applicant.
S.BRAEFRTE: BS EN 14683:2019 (IIR %)

Limit Standard: BS EN 14683:2019(Type IIR)
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(Issued Date)
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(S/N) (Test Item) (Unit) (Limit) (Test Result) (Evaluation) (Test Method)
99.20
AN I PERE (BFED i e BS EN 14683:2019
l Bacterial filtration % =98 98.94 I;asns I 35 }3
efficiency(BFE) 08.89 Appendix B
98.59
A B C
I-1 28.1
1-2 28.6
1-3 29.2 28.6
1-4 303
1-5 26.9
2-1 25.6
2-2 26.9
2-3 254 24.7
2-4 23.8
2-5 21.6
3-1 25.0
2 g i | gy e e Erih};fsg:zow
Differential pressure 333 281 252 Pass Appendix C
3-4 21
3-5 28.5
4-1 29.3
4-2 24.7
4-3 23.3 24.6
4-4 22.0
4-5 23.8
5-1 32.2
5-2 2519
5-3 24.0 26.2
5-4 26.0
5-5 23.1
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(Test Results)
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(S/N) (Test Item) (Unit) (Limit) (Test Result) (Evaluation) (Test Method)

ok i 32 MAFEEI>16.0
3 Splash resistance kPa | 160 | Splashresistancepressureof |  fF&r 1SO 22609:2004
e : 32 samples were all greater Pass '
. than 16.0
2
x BS EN 14683:2019
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Microbial cleanliness Pass ;
: Appendix D
3

#E Note: A-BlFE4 5 -l (X155 5 Test Specimen number-Test area number; B-44~ll 1 [X 58 49/ /)2 Differential pressure for each test area;
C-83MA 89 F £ /K 2 The averaged differential pressure for each test specimen.
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(End of Report)

i A A A T 24
A bl b SRR X R 66 S 1 EHRE 5 B2 101
R bl JESCHHRE X172 66 B | S

HLif: 010-83055000 1% 1. 010-82619629




